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WARNING:  In the event of a gas leak, do not use the Halo Power™ 
or any other electrical equipment.

1.	 Your Halo™ Evacuation Chair should only be used by competent operators.

2.	�� User training on the Halo™ Evacuation Chair should be conducted in line with 
manufacturers guidelines, as stated in this user guide.

3.	� Quarterly practice with the Halo™ Evacuation Chair is recommended to ensure staff 
remain trained and competent.

4.	 Two-person operation is recommended for heavier passengers.

5.	� Only genuine Halo™ Evacuation parts should be used when maintaining the Halo™ 
Evacuation Chair.

6.	� To ensure the optimal performance of the Halo™ Evacuation Chair, belts should be 
rotated every 3 months. 

Note: Halo™ Evacuation accepts no liability for any damage that may occur when the chair is in use.

Important Information

LIFETIME PROMISE
Halo™ Evacuation offers a lifetime warranty. 
For full conditions, please visit our website 
haloevacuation.com/terms-conditions/

LIFE
TIME PROMISE

QUALITY
ASSURED
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Specifications

The Halo Power™ is a motorised evacuation chair, designed 
for upward and downward evacuations. Its 24V Lithium-Ion 
battery and powered track system reduce manual handling 
and can be operated by one person. One full battery charge 
provides enough power for 150 flights of stairs, and its arm 
and footrests offer additional comfort and support to the 
passenger. The Halo Power™ has rear handles enabling the 
evacuation chair to be used as a wheelchair, if required. 

Folded Unfolded

Height 44.1"/1120mm 63"/1600mm

Width 20.5"/520mm 20.5"/520mm

Depth/Length 10.6"/270mm 48"/1220mm

Weight (unladen) 70.5lbs/32kg

Payload Capacity 353lbs/160kg

Stair Angle 28° - 40°

Seat Width 16.3"/415mm

Seat Depth 16.5"/420mm

Back Support Height 18.3"/465mm

Back Support Width 19.5"/495mm

Minimum Landing Depth 59.1" x 59.1"/1500mm x 1500mm

™
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(STRONGLY ADVISED)

TRAINING
(STRONGLY ADVISED)

MANUFACTURERS 
WARRANTY

SAFE WORKING LOAD FOR DESCENT AND ASCENT

ADVISORY STAIR ANGLE MINIMUM ALLOWABLE 
STAIR WIDTH

23.6
"

*Two-person operation is advised 
for heavier passengers

*5 year warranty applies to the Halo Power™ chair 
only. The Lithium-Ion battery has a 1 year warranty.

28o 40o

5 YEARS

5

*For spiral and narrow staircases, other models are available.

160kg 
353lbs

CONTACT USCONTACT US

NOT SUITABLE FOR 
SPIRAL STAIRCASES



6

G
EN

ER
AL

 IN
FO

R
M

AT
IO

N

What is included?
POWER CHAIR

BATTERY ANTI-THEFT KEY

DUST COVER

BATTERY

USER GUIDE

WALL BRACKET & FITTING KIT

BATTERY CHARGER

SAFETY HARNESS

PHOTOLUMINESCENT SIGN

haloevacuation.com

DESIGNED & MANUFACTURED IN TH
E U

K 

INVENTED IN THE USA
User Guide
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Control Pad Features

Descent
Control

Speed
Control

Assistant
Light 

Ascent
Control

Power

Battery
Capacity Display
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Battery Capacity

-            Speed           +

With the chair in the stored position, check that the battery 
is correctly fitted into the battery station, located underneath 
the seat. Ensure the power button is switched ‘ON’. 
The battery will flash when on. 

Check that the battery has a minimum of 40% charge before using. 
Battery capacity should be checked when chair is stationary. 

NB: Charge the battery for 5 hours before using for the first time.  
More information about the battery can be found on page 20.
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With the brakes on, open the chair by pulling the seat frame 
down until the chair is on all four wheels.

Release brakes and remove the chair from the wall bracket/stand.

UnlockedLocked
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Pull and hold the red release bar whilst 
simultaneously pulling the telescopic 
handle upwards.  
 
NB: Ensure the handle fully engages with the 
holes in the the telescopic handle.

Raise the pushing handles until they lock 
into place; you will hear a ‘click’.

Apply the brakes on both rear wheels.

Locked

10
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Whilst holding the chair, allow the 
passenger to sit and fasten their seat belt. 
 
NB: Additional seat belt straps are supplied. These 
are simply affixed to the seat frame for additional 
support and safety for the passenger.

Slide the head support into position and 
fix in place by tightening the hook & loop 
either side of the handle. Ensure the head 
support remains fixed in position.

Deploy armrests and footrest, if needed.
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Release brakes and manoeuvre the chair to a landing/
refuge area. For ascent, leave a small gap between the 
chair and the bottom stair.

Apply the brakes on both rear wheels.

Locked

250mm 
9.8 INCHES
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If two-person operation is required, pull the ascending 
control handles out to the desired position.

To deploy the Powered Belt Track, push the red lever 
outwards to the right, whilst pulling the stabilising bar 
on the track towards you.
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Step onto the stair and place hands either side of the 
control pad. The chair should be approx. waist height 
when stood on the second stair.

Place one foot in front of the other (on separate stairs, if 
necessary), tilt the chair backwards towards the stairs until 
the tracks make contact with the stairs. Ensure the tracks 
make four points of contact with two stair nosing’s.
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Using your thumb, press and hold the ‘UP’ button while 
hands remain on the handle.

Press handle firmly downwards, into the stairs while ascending, 
keeping one foot in front of the other. Speeds can be adjusted 
at this point using the ‘+’ and ‘-’.  
NB: Keeping the pressure applied to the handle, will ensure a smooth 
evacuation for the passenger.

Battery Capacity

-            Speed           +

Battery Capacity

-            Speed           +
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CAUTION: 
When approaching the top of the flight of stairs, 
ensure the landing area is free of obstacles or 
obstructions.

Whilst moving from the top step to the top landing, continue to  
hold the ‘UP’ button while walking backwards and smoothly move 
the extension handle from waist height to chest height. Maintain 
steady control of the chair while stepping backwards. Speeds can  
be adjusted at this point using the ‘+’ and ‘-‘ buttons.

Battery Capacity

-            Speed           +
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Once the front wheels have enough clearance from the top 
step, release the ‘UP’ button to allow a safe four-wheel landing.

Tilt the chair forward until all four wheels are on the floor. 
Change hand placement from the extension handle to pushing 
handles to manoeuvre.

WARNING: 
Turn battery off after use.
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When the chair is positioned at the top 
of the stairs, with one foot in front of the 
other, tilt the chair backwards. Hold the 
‘DOWN’ button, the chair will begin to 
move forwards. Move with the chair and 
descend over the top stair.

The chair will begin to descend down 
the stairs, the extension handle will 
move from chest to waist height.

Descend at a normal walking pace, keeping  
one foot in front of the other, firmly pressing  
the handle downwards into the stairs. Speeds 
can be adjusted at this point using the ‘+’ and ‘-’.  
 
NB:  Keeping the pressure applied to the handle, will 
ensure a smooth evacuation for the passenger.

Battery Capacity Battery Capacity

-            Speed           + -            Speed           +
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Once the rear wheels make contact 
with the ground, allow the chair to 
move forwards until there is a gap 
between the chair and the first step, 
then release  the ‘DOWN’ button.

Tilt or push the chair forward until all four 
wheels are on the floor. 

Transition hand placement from 
extension handle to pushing handles 
and manoeuvre the chair safely away 
from landing area, to the designated 
evacuation zone.

WARNING: 
Turn battery off after use.
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Battery Installation
Before first use charge the battery for a minimum 
of 5 hours using the supplied battery charger.

CHARGE TIME: 5 HOURS
FLIGHTS OF STAIRS: 150
BATTERY WARRANTY: 1 YEAR
BATTERY LIFE HOURS: 90 MINS

1 �	 Remove battery from packaging.

2 �Place battery into the battery holder on the 
chair with the contacts facing downwards.

3 �Turn the battery on using the battery power 
button located at the rear of the battery.

4 �Turn the control pad on and check the battery 
charge status. We recommend that there is a 
minimum of 40% battery charge for any usage.

5 �If the battery needs charging, use the supplied 
battery charger.

WARNING: 
Turn battery off after use. In the event of  
a gas leak do not use the Halo Power™.



753 mm
(29.6 inches)

235mm
(9.3 inches) Side View

130mm 
(5.1 inches)
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Wall Brackets

Back

INSTALLATION
Halo™ Evacuation, or an 
authorized distributor, 
can install your 
evacuation chair as well 
as provide expert advice 
and guidance on the 
most effective locations 
within your building.

haloevacuation.com

7mm (9/32) 
Drill bit 

Safely store your evacuation 
chair, ready for quick deployment.
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Store extension handle and armrests. 
Ensure seat belt is fastened and 
placed on chair seat.

With chair tracks in the stored position, 
line up welded stabilising bar and wall 
bracket clips/stand.

Push chair into the wall bracket/stand - 
ensure both wall bracket clips have fully 
engaged with the stabilising bar.
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Apply both rear wheel brakes. To store the chair, pull the red lever 
underneath the seat, downwards and 
towards yourself whilst pushing the 
seat frame upwards.

Once the chair is securely fitted onto 
the wall bracket/stand, loop the straps 
provided around the front of the chair and 
clip the buckle together. Pull the strap to 
tighten and secure the chair.

Dust 
Cover

WARNING: 
Turn battery off after use.



PHOTOLUMINESCENT 
SIGN

PATIENT CARRIER ANTI-THEFT DEVICE

DUST COVER BATTERYPOWERED CHAIR 
STAND
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haloevacuation.com

For more information visit: 
haloevacuation.com
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Halo™ Evacuation recommend that  
the following checks are carried out  
every 3 months.

DEPLOYMENT/STORAGE
	­ Ensure chair deployment is smooth

	­ No interference when chair is deployed or stored

	­ Ensure the Powered Belt Track extends and retracts correctly

CHECK WHEELS
	­ No cracking of wheel or hub

	­ No splitting of wheels

	­ No malfunction of castor wheel brake

	­ Ensure wheels are free to rotate without impediment

CHECK HAMMOCK
	­ No obvious threading around seams

	­ No ripping of hammock material

	­ Check belt buckle operates correctly

CHECK HEADREST
	­ No obvious threading around seams

	­ No ripping of headrest material

	­ Ensure the headrest is free to move up and  
down the handle

CHECK TRACKS
	­ No deep cracks or rips

	­ No large lumps 
 
 

CHECK BATTERY
	­ No broken seals

	­ No cracks in casing

	­ Check the screws are fastened

	­ Check the anti-tamper label is intact

	­ Check electrical points are free of debris

Please contact Halo™ Evacuation, or an authorized 
distributor immediately if any of these defects 
appear on your chair, or if you have any concerns.
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Lithium-Ion rechargeable batteries require routine maintenance
and care to achieve their maximum battery life span.

GENERAL
	­ Ensure battery is fully charged every 3-6 months.  

Regularly check charge status.
	­ Typical estimated life of a Lithium-Ion battery is 300-500 charge 

cycles.
	­ One charge cycle is described as usage from fully charged to fully 

discharged and recharged again.
	­ An average life expectancy for batteries that do not run through 

complete charge cycles is 2-3 years.
	­ Rechargeable Lithium-Ion batteries have limited life and will gradually 

lose their capacity to hold charge. This loss of charge is irreversible. 

CHARGING
	­ Always follow the charging instructions provided. 	

	­ Ensure charge port is kept free of dirt and debris, using the port cover 
provided.

	­ Battery can be charged whilst fitted to chair.

	­ The battery can be placed on permanent charge.

STORAGE
	­ DO NOT place the battery near heating equipment,  

nor expose to direct sunlight for long periods.

	­ Store preferably in a cool, dry, and ventilated area.

	­ Keep the battery away from temperatures above 60°C (140°F).

	­ Store the battery at temperatures between 4°C and 20°C  
(39°F and 68°F).

	­ Warning: The battery will discharge during storage. Storing the 
battery at higher temperature (above 39°C/68°F) will reduce 
battery storage life. To preserve battery charge, turn battery off. 

TRANSPORTATION
	­ Check applicable local, national and international regulations 

before transporting Lithium-Ion battery. 

DISPOSAL CONSIDERATIONS
	­ Do not incinerate or subject cells to high temperatures.  

Dispose of in accordance with appropriate local regulations.
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PRECAUTIONS
	­ Keep away from heat/sparks/open flames/hot surfaces.

	­ Keep battery away from children.

	­ Keep free of dust and debris.

	­ Stop use immediately if battery produces smoke and/or flames.

	­ DO NOT use battery if damaged.

	­ DO NOT electrically short.

	­ DO NOT immerse in liquids.

	­ DO NOT expose over a long period to humid conditions.

	­ DO NOT use battery for an application for which it was not specifically 
designed. 

	­ Do not return Lithium-Ion battery without seeking our advice. Failure 
to do so resulting in an accident or incident will make you liable. We 
will provide guidance on how to safely return the battery however, we 
recommend it be stored safely and away from heat or water.

EXTINGUISHING MEDIA
	­ Water, CO2.

WARNING: 
Turn battery off after use. In the event of  
a gas leak do not use the Halo Power™ or 
any other electrical equipment.



If the chair isn’t working as described in this
User Guide, please follow the instructions below:
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Symptom     Remedial Action

Chair non-operational  - Check battery is installed and switched on

Battery not charging - Turn battery off and on again and retry
- Check plug is installed into battery adapter correctly – remove and reattach
- Check plug is connected to a working plug socket
- Ensure light comes on the battery charger (red if charging, green if fully charged)

Battery not turning on - Ensure battery has been charged for at least 3 hours
- Turn battery off and on again and retry

Control panel unresponsive  - Ensure battery is switched on via on/off switch located at back of battery (battery light should flash once)
- Ensure control panel is switched on via power button on control pad
- Check battery has been installed correctly

If the problem continues, please contact our 
Customer Services Team on:
customerservices@haloevacuation.com



Online User Guide

Halo™ Evacuation User Guides are available in:

	 US ENGLISH

	 SPANISH

For more information visit: 
haloevacuation.com
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Notes
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Notes
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Halo™ Evacuation 
70 West Madison Street, Suite 5750, Chicago, IL 60602-4213
inquiries@haloevacuation.com
haloevacuation.com | +1 866-416-2955


